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1.0 INTRODUCTION 1 
 2 
On November 1, 2004, the National Toxicology Program Interagency Center for the 3 
Evaluation of Alternative Toxicological Methods (NICEATM) released draft Background 4 
Review Documents (BRDs) on the current status of four in vitro test methods for detecting 5 
ocular corrosives and severe irritants (see 6 
http://iccvam.niehs.nih.gov/methods/ocudocs/ocu_brd.htm).  The test methods reviewed 7 
were the Bovine Corneal Opacity and Permeability (BCOP), the Hen's Egg Test - 8 
Chorioallantoic Membrane (HET-CAM), the Isolated Rabbit Eye (IRE), and the Isolated 9 
Chicken Eye (ICE) assays.  On January 11-12, 2005, the Interagency Coordinating 10 
Committee on the Validation of Alternative Methods (ICCVAM) convened an Expert Panel 11 
to independently evaluate the validation status of these four in vitro test methods for 12 
identifying ocular corrosives or severe irritants.  The Expert Panel Report, Evaluation of the 13 
Current Validation Status of In Vitro Test Methods for Identifying Ocular Corrosives and 14 
Severe Irritants, can be obtained directly from NICEATM or electronically from 15 
http://iccvam.niehs.nih.gov/methods/eyeirrit.htm).  Public comments at the meeting revealed 16 
that additional data could be made available that had not yet been provided in response to 17 
earlier requests for data.  The Expert Panel subsequently recommended that the additional 18 
data be requested and that a reanalysis of the accuracy and reliability of each test method be 19 
conducted, to the extent possible. 20 
 21 
In response to this recommendation, a second Federal Register (FR) notice was published on 22 
February 28, 2005 (FR Vol. 70, No. 38, pp. 9661-9662; 23 
http://iccvam.niehs.nih.gov/methods/eyeirrit.htm) requesting all available in vitro data on 24 
these four in vitro ocular irritancy test methods and corresponding in vivo rabbit eye test 25 
method data, as well as any human exposure data (either via ethical human studies or 26 
accidental exposure).  The first FR notice requesting these data had been published on March 27 
24, 2004 (FR Vol. 69, No. 57, pp. 13859-13861; 28 
http://iccvam.niehs.nih.gov/methods/eyeirrit.htm).  Also, a request for relevant data was re-29 
sent directly to the primary developers or users of each test method and sent to other 30 
scientists who participated in or attended the Expert Panel Meeting on January 11-12, 2005 31 
and who had indicated a desire to provide additional data.  No human exposure data was 32 
obtained for the substances evaluated in the IRE test method, and therefore no calculations 33 
could be made for the accuracy of the IRE test method for predicting human severe ocular 34 
irritancy.  35 
 36 
Other factors also necessitated a reanalysis of the accuracy of the IRE test method for 37 
detecting ocular corrosives and severe irritants.  First, clarification regarding the rules for 38 
classification of severe irritants was obtained subsequent to the release of the four BRDs that 39 
resulted in changes to the hazard classification of some of the substances used in the original 40 
analysis.  For the original analysis, reversibility of ocular effects for the European Union 41 
(EU) and United Nations (UN) Globally Harmonized System (GHS) hazard classification 42 
systems was considered to be achieved if, by post-exposure day 21, the endpoint scores fell 43 
below the threshold that resulted in a test substance being classified as a severe irritant (EU 44 
[2001]; UN [2003]).  The new information obtained indicated that reversibility of ocular 45 
effects is achieved only when all scores reach zero by post-exposure day 21.  This change 46 

http://iccvam.niehs.nih.gov/methods/ocudocs/ocu_brd.htm
http://iccvam.niehs.nih.gov/methods/ocudocs/ocu_brd.htm
http://iccvam.niehs.nih.gov/methods/eyeirrit.htm
http://iccvam.niehs.nih.gov/methods/eyeirrit.htm
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resulted in nine substances previously classified as EU nonsevere irritants now being 47 
classified as EU severe irritants.  One substance previously classified as GHS nonsevere 48 
irritant was reclassified as GHS severe irritant. 49 
 50 
Second, the chemical classes assigned to each test substance were revised to reflect a 51 
standardized classification scheme (based on the Medical Subject Headings [MeSH]; 52 
http://www.nlm.nih.gov/mesh) that would ensure consistency in classifying substances 53 
among all in vitro ocular test methods under consideration.  This resulted in some chemicals 54 
being re-classified.  The accuracy of the IRE test method, by chemical class and using the 55 
GHS classification system (UN [2003]), has been reanalyzed to reflect these changes. 56 
 57 
Finally, an additional accuracy analysis was conducted.  In this analysis, the accuracy of each 58 
in vitro ocular irritancy test method for detecting ocular corrosives or severe irritants, 59 
depending on whether the classification was based on the severity of the response and/or its 60 
persistence to day 21 post-exposure, was determined. 61 
 62 
For the IRE test method, the changes to the existing database that resulted from using the 63 
appropriate persistence classification criteria and any new data and/or information received 64 
subsequent to the release of the draft BRD are summarized in Table I-1.  For the IRE test 65 
method, the changes to the existing database that resulted from using the appropriate 66 
persistence classification criteria and any new information received in response to the Expert 67 
Panel meeting and to additional requests for information are summarized in Table I-1.   68 
 69 
No additional comparative in vitro-in vivo test results data were submitted for the IRE test 70 
method.  The existing database of substances tested using the four ocular endpoints 71 
recommended in the draft IRE BRD (corneal opacity, corneal swelling, fluorescein 72 
penetration, and epithelial integrity) remained limited to the Guerriero et al. (2004) data set.  73 
However, as recommended by the Expert Panel, a reanalysis was performed in which 74 
substances in the CEC (1991), Balls et al. (1995), and Gettings et al. (1996) studies that had 75 
been identified as corrosives/severe irritants using appropriate decision criteria (a corneal 76 
opacity score greater than or equal to 3, or a corneal swelling equal to or greater than a 25%) 77 
were considered together with the test results obtained by Guerriero et al. (2004).  This 78 
database is referred to as the “Expanded Data Set.”  79 
 80 
Substances that were identified as corrosives/severe irritants based on in vitro results by any 81 
single endpoint were, therefore, included in the reanalysis as part of the “Expanded Data 82 
Set.”  Substances in CEC (1991), Balls et al. (1995), and Gettings et al. (1996) that were 83 
identified as nonsevere irritants, based on in vitro results, were not included in the “Expanded 84 
Data Set,” because any of the omitted endpoints might have resulted in a severe irritant 85 
classification.  For example, in Gettings et al. (1996), only corneal swelling was measured.  86 
Substances that produced corneal swelling ≥ 25% were classified as severe irritants and were 87 
included in the “expanded data set.”  However, a substance that did not produce ≥ 25% 88 
corneal swelling, might have produced a corneal opacity score, fluorescein penetration score, 89 
or damage of the epithelium that would have classified it as a severe irritant had those 90 
endpoints been evaluated. 91 

http://www.nlm.nih.gov/mesh
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Table I-1. Summary of IRE Database Changes  92 
 93 

Number of Acceptable Substances by Ocular 
Irritancy Classification System 

EPA1 EU2  GHS3 Data Source Data Set 
Number of 
Available 

Substances  
Cat4 I/Total5 R41/Total Cat 1/Total 

Comments 

New7 21 - 5/15 - 
CEC (1991)6 

Old7 21 - 11/21 - 

Six substances were excluded from the original 
database (n=21) because their EU classification was 
based on pH extreme or skin corrosivity information 
rather than in vivo rabbit eye test data. 

New 59 19/53 19/49 22/54 
Balls et al. (1995) 

Old 59 20/54 21/59 22/56 

The decrease in the total number of usable substances 
is due to excluding substances from consideration due 
to insufficient rabbit eye test data for classification 
(See Appendix I-A). 

New 25 17/25 16/24 16/24 
Gettings et al. 
(1996) 

Old 25 12/25 12/25 12/25 

The increase in the number of corrosive/severe 
irritants is due to the reclassification of several 
substances based on the presence of ocular damage at 
day 21 post-treatment. 

New 44 11/38 11/38 11/38 
Guerriero et al. 
(2004) Old 44 16/41 15/41 16/41 

Six substances were excluded from the original 
database because their classification was based on pH 
extremes or skin corrosivity information rather than in 
vivo rabbit eye test data. 

Expanded Data 
Set8 New 911 31/76 37/80 33/76 

From 11-15 substances were excluded from the 
original database, because specific regulatory 
classification criteria were not met (e.g., persistence 
could not be determined due to study termination). 

1EPA = U.S. Environmental Protection Agency (EPA [1996]). 94 
2EU = European Union (EU [2001]). 95 
3GHS = Globally Harmonized System (UN [2003]). 96 
4Cat = Category. 97 
5Number of severe irritants by regulatory classification/number of classifiable substances. 98 
6When the same substance was evaluated in multiple laboratories, the IRE ocular irritancy potential for each independent test result was determined.  99 
Subsequently, an overall IRE ocular irritancy classification was assigned for each substance based on the majority of ocular irritancy classification calls and this 100 
call was used in the analysis of IRE test method accuracy (approach described in Section I-2.1). 101 

7New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on the previous analysis included in the draft IRE BRD. 102 
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8Includes the 38 substances tested by Guerriero et al. (2004) that could be classified and additional substances classified as severe irritants from CEC (1991) (EU 103 
classification system only), Balls et al. (1995), and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 3.0 or an in vitro corneal 104 
swelling of at least 25%; these were among the criteria used by Guerriero et al. (2004) to identify corrosive/severe irritants.   105 
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2.0 ACCURACY OF THE IRE TEST METHOD - REANALYSIS 106 
 107 
The ability of the IRE test method to correctly identify ocular corrosives and severe irritants, 108 
as defined by the U.S. Environmental Protection Agency (EPA), EU, and GHS classification 109 
systems (EPA [1996]; EU [2001]; UN [2003])1, was evaluated.  The three regulatory ocular 110 
hazard classification systems considered during this analysis use different classification 111 
systems and decision criteria to identify ocular corrosives and severe irritants based on in 112 
vivo rabbit eye test results.  All three classification systems are based on individual animal 113 
data in terms of the magnitude of the response and on the extent to which induced ocular 114 
lesions fail to reverse by day 21.  However, there are differences among the three 115 
classification systems in regard to their criteria used by NICEATM for distinguishing 116 
between a severe and a nonsevere response (see Appendix A).  Thus, to evaluate the 117 
accuracy of the IRE test method for identifying ocular corrosives and severe irritants, 118 
individual rabbit data collected at the different observation times was needed for each 119 
substance.   120 
 121 
The ability of the IRE test method to correctly identify ocular corrosives and severe irritants, 122 
as defined by the EPA, EU, and GHS classification systems (EPA [1996]; EU [2001]; UN 123 
[2003]), was evaluated using two approaches.  In the first approach, the accuracy of IRE was 124 
assessed separately for each in vitro-in vivo comparative study (i.e., publication) reviewed in 125 
Sections 4.0 and 5.0 of the draft IRE BRD.  In the second approach, an overall analysis of 126 
IRE test method accuracy was conducted by combining results from each study, and then an 127 
overall ocular irritancy classification was assigned for each substance.  When the same 128 
substance was evaluated in multiple laboratories, the overall IRE ocular irritancy 129 
classification was based on the majority of calls among all of the studies.  When there was an 130 
even number of different irritancy classifications for substances (e.g., two tests classified a 131 
substance as a nonsevere irritant and two tests classified a substance as a severe irritant), the 132 
more severe irritancy classification was used for the overall classification for the substance 133 
(severe irritant, in this case).   134 
 135 
Based on the revisions made to the IRE and in vivo test method databases, a revised accuracy 136 
analysis has been conducted.  The calculations were performed as described previously in 137 
Section 6.0 of the draft IRE BRD.  To allow for a comparison of the results obtained in the 138 
revised analysis relative to those obtained previously, the data tables below include accuracy 139 
statistics from both analyses.  However, the discussion of the results in the sections that 140 
follow relate to the revised analysis only. 141 
 142 
2.1 GHS Ocular Hazard Classification System 143 
 144 
Three studies (Balls et al. [1995]; Gettings et al. [1996]; Guerriero et al. [2004]) contained 145 
IRE test data on 128 substances, 116 of which had sufficient in vivo data to be assigned an 146 

                                                
1 For the purposes of this analysis, an ocular corrosive or severe irritant was defined as a substance that would 
be classified as Category 1 according to the GHS classification system (UN [2003]), as Category I according to 
the EPA classification system (EPA [1996]), or as R41 according to the EU classification system (EU [2001]). 
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ocular irritancy classification as defined by the GHS classification system (UN [2003])2 (see 147 
Appendix I-A).  Based on results from in vivo rabbit eye experiments, 493 of the 116 148 
substances were classified as severe irritants (i.e., Category 1), the other 67 substances were 149 
classified as nonsevere irritants (either Category 2A, 2B) or nonirritants (Table I-2).  The 12 150 
substances that could not be classified according to the GHS classification system due to the 151 
lack of adequate animal data are so noted in Appendix I-A. 152 
 153 
2.1.1 Balls et al. (1995)  154 
Based on the reclassification process, 54 of the 59 substances tested in this study could be 155 
assigned a GHS classification (Table I-2).  The remaining five substances had inadequate in 156 
vivo data for assigning a classification according to the GHS system (UN [2003]).  For the 54 157 
substances assigned a GHS classification, the IRE test method has an accuracy4 of 54% 158 
(29/54), a sensitivity of 68% (15/22), a specificity of 44% (14/32), a false positive rate of 159 
56% (18/32), and a false negative rate of 32% (7/22).   160 
 161 
2.1.2 Gettings et al. (1996)  162 
Based on the reclassification process, 24 of the 25 substances tested in this study could be 163 
assigned a GHS classification (Table I-2).  The remaining substance had inadequate in vivo 164 
data for assigning a classification according to the GHS system (UN [2003]).  For the 24 165 
substances that could be evaluated, the IRE test method has an accuracy of 67% (16/24), a 166 
sensitivity of 63% (10/16), a specificity of 75% (6/8), a false positive rate of 25% (2/8), and a 167 
false negative rate of 38% (6/16).    168 
 169 
2.1.3 Guerriero et al. (2004)  170 
Based on the reclassification process, 38 of 44 substances tested in this study could be 171 
assigned a GHS classification (Table I-2).  The remaining six substances had inadequate in 172 
vivo data for assigning a classification according to the GHS system (UN [2003]).  For the 38 173 
substances that could be evaluated, the IRE test method has an accuracy of 79% (30/38), a 174 
sensitivity of 100% (11/11), a specificity of 70% (19/27), a false positive rate of 30% (8/27), 175 
and a false negative rate of 0% (0/11).  176 

                                                
2 For the purpose of this accuracy analysis, in vivo rabbit study results were used to identify GHS Category 1 
irritants (i.e., severe irritants); substances classified as GHS Category 2A and 2B irritants were identified as 
nonsevere irritants. 
3 One chemical (benzalkonium chloride, 1%) was tested in vivo twice in the same laboratory.  The results were 
discordant with respect to GHS classification.  According to one test, the classification was Category 1, while 
results from the other test yielded a Category 2B classification.  The accuracy analysis was performed with the 
substance classified as Category 1. 
4 Accuracy is defined as the proportion of correct outcomes (positive and negative) of a test method; Sensitivity 
is defined as the proportion of all positive substances that are classified as positive; Specificity is defined as the 
proportion of all negative substances that are classified as negative; Positive predictivity is defined as the 
proportion of correct positive responses among substances testing positive; Negative predictivity is defined as 
the proportion of correct negative responses among substances testing negative; False positive rate is defined as 
the proportion of all negative substances that are falsely identified as positive; False negative rate is the defined 
as the proportion of all positive substances that are falsely identified as negative. 
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Table I-2. Evaluation of the Performance of the IRE Test Method In Predicting Ocular Corrosives and Severe Irritants 177 
Compared to the In Vivo Rabbit Eye Test Method, as Defined by the GHS1 Classification System, by Study and 178 
Overall 179 

 180 
Accuracy Sensitivity Specificity Positive 

Predictivity 
Negative 

Predictivity 
False Positive 

Rate 
False Negative 

Rate Data Source Data 
Set N2 

% No.3 % No. % No. % No. % No. % No. % No. 

New6 54/59 54 29/54 68 15/22 44 14/32 45 15/23 67 14/21 56 18/32 32 7/22 Balls et al. 
(1995)4,5 Old6 56/59 50 28/56 64 14/22 41 14/34 41 14/34 64 14/22 59 20/34 36 8/22 

New 24/25 67 16/24 63 10/16 75 6/8 83 10/12 50 6/12 25 2/8 38 6/16 Gettings et al. 
(1996) Old 25/25 64 16/25 56 9/16 78 7/9 82 9/11 50 7/14 22 2/9 44 7/16 

New 38/44 79 30/38 100 11/11 70 19/27 58 11/19 100 19/19 30 8/27 0 0/11 Guerriero et al. 
(2004) Old 36/44 78 28/36 100 12/12 67 16/24 60 12/20 100 16/16 33 8/24 0 0/12 

Expanded Data 
Set7 New 76/91 68 52/76 100 33/33 44 19/43 58 33/57 100 19/19 56 24/43 0 0/33 
1GHS = United Nations Globally Harmonized System (UN [2003]). 181 
2N = number of substances included in this analysis/the total number of substances in the study. 182 
3Data used to calculate the percentage. 183 
4One chemical (benzalkonium chloride, 1%) was tested in vivo twice within the same laboratory.  The results were discordant with respect to GHS classification; 184 
the analysis was performed assuming Category 1 classification. 185 
5Performance calculated using the overall in vitro classification based on the majority and/or most severe classification among the four laboratories. 186 
6New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on analysis included in the draft IRE BRD with corrections. 187 
7Includes the 38 substances tested by Guerriero et al. (2004) that could be classified and 38 additional substances classified as severe irritants from Balls et al. 188 
(1995) and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 3.0 or an in vitro corneal swelling of at least 25%; these were among 189 
the criteria used by Guerriero et al. (2004) to identify corrosive/severe irritants.  When the same substance was evaluated in multiple laboratories, the IRE ocular 190 
irritancy potential for each independent test result was determined.  Subsequently, an overall IRE ocular irritancy classification was assigned for each substance 191 
based on the majority of ocular irritancy classification calls and this call was used in the analysis of IRE test method accuracy (approach described in Section I-192 
2.0); this process reduced the total number of substances in the expanded data set to 76 for the GHS classification system (UN [2003]).193 
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2.1.4 Expanded Data Set  194 
Subsequent to the original IRE test method accuracy analysis, the total data base of 149 195 
substances was mined to established an expanded data set that included: (1) all substances 196 
evaluated by Guerriero et al. (2004) that could be assigned an GHS classification (UN 197 
[2003]), and (ii) any additional substances classified as severe irritants by Balls et al. (1995) 198 
and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 3.0 or 199 
an in vitro corneal swelling of at least 25%, that had corresponding in vivo rabbit eye test 200 
data that would allow the substances to be classified according to the GHS system (UN 201 
[2003]).  These two criteria were among those used by Guerriero et al. (2004) to identify 202 
corrosive/severe irritants.  When the same substance was evaluated in multiple laboratories, 203 
the IRE ocular irritancy potential for each independent test result was determined.  204 
Subsequently, an overall IRE ocular irritancy classification was assigned for each substance 205 
based on the majority of ocular irritancy classification calls and this call was used in the 206 
analysis of IRE test method accuracy (approach described in Section I-2.0).   207 
 208 
Using this approach, the total number of substances in the expanded data set was 76 for the 209 
GHS classification system (UN [2003]).  For these 76 substances (Table I-2), the IRE test 210 
method has an accuracy of 68% (52/76), a sensitivity of 100% (33/33), a specificity of 44% 211 
(19/43), a false positive rate of 56% (24/43), and a false negative rate of 0% (0/33).  212 
 213 
2.2 EPA Ocular Hazard Classification System  214 
 215 
Three studies (Balls et al. [1995]; Gettings et al. [1996]; Guerriero et al. [2004]) contained 216 
IRE test method data on 128 substances, 116 of which had sufficient in vivo data to be 217 
assigned an ocular irritancy classification according to the EPA classification system (EPA 218 
[1996])5 (see Appendix I-A).  Based on results from the in vivo rabbit eye test, 47 of these 219 
116 substances were classified as severe irritants (i.e., Category I), while the other 69 220 
substances were classified as nonsevere irritants or nonirritants (Categories II, III, or IV).  221 
The 12 substances that could not be classified according to the EPA classification system are 222 
so noted in Appendix I-A. 223 
 224 
2.2.1 Balls et al. (1995) 225 
Based on the reclassification process, 53 of the 59 substances tested in this study could be 226 
assigned an EPA classification (Table I-3).  The remaining five substances had inadequate in 227 
vivo data for assigning a classification according to the EPA system (1996).  For the 53 228 
substances that could be evaluated, the IRE test method has an accuracy of 51% (27/53), a 229 
sensitivity of 65% (13/20), a specificity of 42% (14/33), a false positive rate of 58% (19/33), 230 
and a false negative rate of 35% (7/20).231 

                                                
5 For the purpose of this accuracy analysis, in vivo rabbit study results were used to identify EPA Category I 
irritants (i.e., severe irritants); substances classified as EPA Category II, III, or IV irritants were defined as 
nonsevere irritants. 
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Table I-3. Evaluation of the Performance of the IRE Test Method In Predicting Ocular Corrosives and Severe Irritants 232 
Compared to the In Vivo Rabbit Eye Test Method, as Defined by the EPA1 Classification System, by Study and 233 
Overall 234 

 235 

Accuracy Sensitivity Specificity Positive 
Predictivity 

Negative 
Predictivity 

False 
Positive 

Rate 

False 
Negative 

Rate Data Source Data 
Set N2 

% No.3 % No. % No. % No. % No. % No. % No. 

New6 53/59 51 27/53 65 13/20 42 14/33 41 13/32 67 14/21 58 19/33 35 7/20 
Balls et al. (1995)4,5 

Old6 52/59 48 25/52 61 11/18 41 14/34 35 11/31 67 14/21 59 20/34 39 7/18 

New 25/25 64 16/25 59 10/17 75 6/8 83 10/12 46 6/13 25 2/8 41 7/17 
Gettings et al. (1996)  

Old 25/25 60 15/25 53 9/17 75 6/8 82 9/11 43 6/14 25 2/8 47 8/17 

New 38/44 79 30/38 100 11/11 70 19/27 58 11/19 100 19/19 30 8/27 0 0/11 
Guerriero et al. (2004)  

Old 36/44 78 28/36 100 12/12 67 16/24 58 12/20 100 16/16 33 8/24 0 0/12 

Expanded Data Set7 New 76/915 66 50/76 100 31/31 42 19/45 54 31/57 100 19/19 58 26/45 0 0/31 
1EPA = U.S. Environmental Protection Agency (EPA [1996]). 236 
2N = number of substances included in this analysis/the total number of substances in the study. 237 
3Data used to calculate the percentage. 238 
4One chemical (benzalkonium chloride, 1%) was tested in vivo twice within the same laboratory.  The results were discordant with respect to EPA classification; 239 
the analysis was performed assuming Category I classification. 240 
5Performance calculated using the overall in vitro classification based on the majority and/or most severe classification among the four laboratories. 241 
6New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on analysis included in the draft IRE BRD with corrections. 242 
7Includes the 38 substances tested by Guerriero et al. (2004) that could be classified and 38 additional substances classified as severe irritants from Balls et al. 243 
(1995) and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 3.0 or an in vitro corneal swelling of at least 25%; these were among 244 
the criteria used by Guerriero et al. (2004) to identify corrosive/severe irritants.  When the same substance was evaluated in multiple laboratories, the IRE ocular 245 
irritancy potential for each independent test result was determined.  Subsequently, an overall IRE ocular irritancy classification was assigned for each substance 246 
based on the majority of ocular irritancy classification calls and this call was used in the analysis of IRE test method accuracy (approach described in Section I-247 
2.0); this process reduced the total number of substances in the expanded data set to 76 for the EPA classification system (EPA [1996]).248 
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2.2.2 Gettings et al. (1996) 249 
Based on the reclassification process, 25 of the 25 substances tested in this study could be 250 
assigned an EPA classification (Table I-3).  For these 25 substances, the IRE test method has 251 
an accuracy of 64% (16/25), sensitivity of 59% (10/17), a specificity of 75% (6/8), a false 252 
positive rate of 25% (2/8), and a false negative rate of 41% (7/17).  253 
 254 
2.2.3 Guerriero et al. (2004) 255 
Based on the reclassification process, 38 of the 44 substances tested in this study could be 256 
assigned an EPA classification (Table I-3).  The remaining six substances had inadequate in 257 
vivo data for assigning a classification according to the EPA system (EPA [1996]).  For the 258 
38 substances that could be evaluated, the IRE test method has an accuracy of 79% (30/38), a 259 
sensitivity of 100% (11/11), a specificity of 70% (19/27), a false positive rate of 30% (8/27), 260 
and a false negative rate of 0% (0/11).      261 
 262 
2.2.4 Expanded Data Set  263 
Subsequent to the original IRE test method accuracy analysis, the total data base of 149 264 
substances was mined to established an expanded data set that included: (1) all substances 265 
evaluated by Guerriero et al. (2004) that could be assigned an EPA classification (EPA 266 
[1996]), and (ii) any additional substances classified as severe irritants by Balls et al. (1995) 267 
and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 3.0 or 268 
an in vitro corneal swelling of at least 25%, that had corresponding in vivo rabbit eye test 269 
data that would allow the substances to be classified according to the EPA system (EPA 270 
[1996]).  As noted previously, these two criteria were among those used by Guerriero et al. 271 
(2004) to identify corrosive/severe irritants.  Rules for classifying a substance that was 272 
evaluated in multiple laboratories are the same as described in Section I-2.1.4.  Based on this 273 
approach, the total number of substances in the expanded data set was 76 for the EPA 274 
classification system (EPA [1996]).  For these 76 substances (Table I-3), the IRE test 275 
method has an accuracy of 66% (50/76), a sensitivity of 100% (31/31), a specificity of 42% 276 
(19/45), a false positive rate of 58% (26/45), and a false negative rate of 0% (0/31). 277 
 278 
2.3 EU Ocular Hazard Classification System 279 
 280 
Four studies (CEC [1991]; Balls et al. [1995]; Gettings et al. [1996]; Guerriero et al. [2004]) 281 
contained IRE test method data on 149 substances, 126 of which had sufficient in vivo data to 282 
be assigned an ocular irritancy classification according the EU classification system (EU 283 
[2001])6 (see Appendix I-A).  Based on results from the in vivo rabbit eye test, 517 of the 284 
126 substances were classified as severe irritants (i.e., R41) and the other 75 substances were 285 
classified as nonsevere irritants (either R36) or nonirritants.  The two substances that could 286 
not be classified according to the EU classification system are so noted in Appendix I-A. 287 

288 
                                                
6 For the purpose of this accuracy analysis, in vivo rabbit study results were used to identify R41 irritants (i.e., 
severe irritants); substances classified as R36 were defined as nonsevere irritants. 
7 One chemical (benzalkonium chloride, 1%) was tested in vivo twice in the same laboratory.  The results were 
discordant with respect to EU classification.  According to one test, the classification was R41, while results 
from the other test yielded an R36 classification.  The accuracy analysis was performed with the substance 
classified as R41. 
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2.3.1 CEC (1991)  288 
Based on the reclassification process, 15 of the 21 substances tested in this study were 289 
included in an analysis of accuracy (Table I-4).  The remaining six substances had 290 
inadequate in vivo data for assigning a classification according to the EU system (EU 291 
[2001]).  Based on the available in vivo rabbit eye data or the EU ocular irritancy 292 
classification for each substance provided in the published study (individual rabbit eye test 293 
data was not available for all of the substances), the IRE test method has an accuracy of 87% 294 
(13/15), a sensitivity of 100% (5/5), a specificity of 80% (8/10), a false positive rate of 20% 295 
(2/10), and a false negative rate of 0% (0/5).   296 
 297 
2.3.2 Balls et al. (1995)  298 
Based on the reclassification process, 49 of the 59 substances tested in this study could be 299 
assigned a EU classification (Table I-4).  The remaining ten substances had inadequate in 300 
vivo data for assigning a classification according to the EU system (EU [2001]).  For the 49 301 
substances assigned an EU classification, the IRE test method has an accuracy of 55% 302 
(27/49), sensitivity of 74% (14/19), a specificity of 43% (13/30), a false positive rate of 57% 303 
(17/30), and a false negative rate of 26% (5/19). 304 
 305 
2.3.3 Gettings et al. (1996) 306 
Based on the reclassification process, 24 of the 25 substances tested in this study could be 307 
assigned a EU classification (Table I-4).  The remaining substance had inadequate in vivo 308 
data for assigning a classification according to the EU system (EU [2001]).  For the 24 309 
substances that could be evaluated, the IRE test method has an accuracy of 67% (16/24), a 310 
sensitivity of 63% (10/16), a specificity of 75% (6/8), a false positive rate of 25% (2/8), and a 311 
false negative rate of 38% (6/16). 312 
 313 
2.3.4 Guerriero et al. (2004) 314 
The original IRE test method accuracy analysis included 44 substances.  Upon 315 
reclassification, sufficient data were available to permit EU classification on 38 of the 44 316 
original substances and were used for the accuracy analysis (Table I-4).  The remaining six 317 
substances had inadequate in vivo data for assigning a classification according to the EU 318 
system (EU [2001]).  For the 38 substances, the IRE test method has an accuracy of 79% 319 
(30/38), sensitivity of 100% (11/11), specificity of 70% (19/27), a false positive rate of 30% 320 
(8/27), and false negative rate of 0% (0/11). 321 
 322 
2.3.5 Expanded Data Set  323 
Subsequent to the original IRE test method accuracy analysis, the total data base of 149 324 
substances was mined to established an expanded data set that included: (1) all substances 325 
evaluated by Guerriero et al. (2004) that could be assigned an EU classification (EU [2001]), 326 
and (ii) any additional substances classified as severe irritants by CEC (1991), Balls et al. 327 
(1995), and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 328 
3.0 or an in vitro corneal swelling of at least 25%, that had corresponding in vivo rabbit eye 329 
test data that would allow the substances to be classified according to the EU system (EU 330 
[2001]).  As noted previously, these two criteria were among those used by Guerriero et al. 331 
(2004) to identify corrosive/severe irritants. Rules for classifying a substance that was 332 
evaluated in multiple laboratories are the same as described in Section I-2.1.4. 333 
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Table I-4. Evaluation of the Performance of the IRE Test Method In Predicting Ocular Corrosives and Severe Irritants 334 
Compared to the In Vivo Rabbit Eye Test Method, as Defined by the EU1 Classification System, by Study and 335 
Overall  336 

1EU = European Union (EU [2001]). 337 
2N = Number of substances included in this analysis/the total number of substances in the study. 338 
3Data used to calculate the percentage. 339 
4New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on the previous analysis included in the draft IRE BRD. 340 
5One chemical (benzalkonium chloride, 1%) was tested in vivo twice within the same laboratory.  The results were discordant with respect to EU classification; 341 
the analysis was performed assuming an R41 classification. 342 
6Performance calculated using the overall in vitro classification based on the majority and/or most severe classification among the four laboratories. 343 
7Includes the 38 substances tested by Guerriero et al. (2004) that could be classified and 42 additional substances classified as severe irritants from Balls et al. 344 
(1995) and Gettings et al. (1996), based either on an in vitro corneal opacity score of at least 3.0 or an in vitro corneal swelling of at least 25%; these were among 345 
the criteria used by Guerriero et al. (2004) to identify corrosive/severe irritants.  When the same substance was evaluated in multiple laboratories, the IRE ocular 346 
irritancy potential for each independent test result was determined.  Subsequently, an overall IRE ocular irritancy classification was assigned for each substance 347 
based on the majority of ocular irritancy classification calls and this call was used in the analysis of IRE test method accuracy (approach described in Section I-348 
2.0); this process reduced the total number of substances in the expanded data set to 80 for the EU classification system (EU 2001).  349 

Accuracy Sensitivity Specificity Positive 
Predictivity 

Negative 
Predictivity 

False 
Positive Rate 

False Negative 
Rate Data Source Data 

Set N2 
% No.3 % No. % No. % No. % No. % No. % No. 

New4 15/21 87 13/15 100 5/5 80 8/10 71 5/7 100 8/8 20 2/10 0 0/5 
CEC (1991) 

Old4 21/21 86 18/21 100 8/8 77 10/13 73 8/11 100 10/10 23 3/13 0 0/8 

New 49/59 55 27/49 74 14/19 43 13/30 45 14/31 72 13/18 57 17/30 26 5/19 Balls et al.  
(1995)5,6 Old 59/59 53 31/59 67 14/21 45 17/38 40 14/35 71 17/24 55 21/38 33 7/21 

New 24/25 67 16/24 63 10/16 75 6/8 83 10/12 50 6/13 25 2/8 38 6/16 Gettings 
(1996) Old 25/25 52 13/25 43 3/7 56 10/18 27 3/11 71 10/14 44 8/18 57 4/7 

New 38/44 79 30/38 100 11/11 70 19/27 58 11/19 100 19/19 30 8/27 0 0/11 Guerriero et 
al. (2004)  Old 44/44 77 34/44 100 15/15 66 19/29 60 15/25 100 19/19 34 10/29 0 0/15 
Expanded 
Data Set7 New 80/91 70 56/80 100 37/37 44 19/43 61 37/61 100 19/19 56 24/43 0 0/37 
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Using this approach, the total number of substances in the expanded data set was 80 for the 350 
EU classification system (EU [2001]).  For these 80 substances (Table I-4), the IRE test 351 
method has an accuracy of 70% (56/80), a sensitivity of 100% (37/37), a specificity of 44% 352 
(19/43), a false positive rate of 56% (24/43), and a false negative rate of 0% (0/37). 353 
 354 
2.4 Accuracy of the IRE Test Method for the GHS Ocular Hazard Classification 355 

System, by Chemical Class and Property of Interest - Reanalysis  356 
 357 
In order to further evaluate discordant responses of the IRE test method relative to the in vivo 358 
hazard classification, several accuracy sub-analyses were performed.  These included specific 359 
classes of chemicals with sufficiently robust numbers of substances (n ≥ 5), as well as certain 360 
properties of interest considered relevant to ocular toxicity testing (e.g., pesticides, 361 
surfactants, pH, physical form).  Because the international community will soon adopt the 362 
GHS classification system for hazard labeling (UN [2003]), and considering that there were 363 
only modest differences in overall IRE test method accuracy among the three regulatory 364 
classification systems (i.e., EPA, EU, GHS), these sub-analyses are focused only on the GHS 365 
classification system, using the Expanded Data Set (Table I-5).   366 
 367 
Limiting this evaluation to chemical classes with at least 5 substances, the chemical classes 368 
that had the highest rate of IRE test method overprediction according the GHS classification 369 
system (i.e., were false positives) were ketones (67%, [4/6]), esters (67%, [4/6]), and alcohols 370 
(60%, [6/10]).  371 
 372 
Ten surfactants were evaluated (seven cationic and 3 nonionic).  Overall, surfactants had a 373 
false positive rate of 50% (2/4) and a false negative rate of 0% (0/6).  Cationic surfactants 374 
had a false positive rate of 100% (1/1) and a false negative rate of 0% (0/6).   375 
 376 
With regard to physical form of the substances overpredicted by the IRE test method, liquids 377 
had a higher overprediction rate (83%, [19/23]) than solids (25%, [5/20]).  There was 378 
insufficient data to analyze the effect of pH on overprediction.  The false positive rates may 379 
be exaggerated by the lack of inclusion of additional true negative substances to those tested 380 
by Guerriero et al. (2004).  381 
 382 
No substances were underpredicted (i.e., were false negatives) by the IRE test method (for 383 
the Expanded Data Set) according to the GHS classification system (see Table I-5).  Thus, 384 
an analysis of underprediction based on chemical class, physical form, pH, or NICEATM 385 
GHS Category I subclassification was not possible. 386 
 387 
2.5 Accuracy of the IRE Test Method for Identifying Ocular Corrosives and 388 

Severe Irritants – Summary of Reanalysis 389 
 390 
As detailed in Section I-1.0, no additional IRE test method data was received after the Expert 391 
Panel meeting on January 11 and 12, 2005.  However, as recommended by the Expert Panel, 392 
a reanalysis was conducted on an expanded data set that included (1) all substances evaluated 393 
by Guerriero et al. (2004) that could be assigned an GHS/EPA/EU classification based on in 394 
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Table I-5. False Negative and False Positive Rates of the IRE Test Method, by 395 
Chemical Class and Properties of Interest, for the GHS1 Classification 396 
System (Analysis Based on the Expanded Data Set) 397 

 398 

False Positive Rate3 False Negative Rate4 Category N2 
% No.5 % No. 

Overall 76 56 24/43 0 0/33 
Chemical Class6 
Alcohol 11 60 6/10 0 0/1 
Amide 5 0 0/3 0 0/2 
Amine 9 60 3/5 0 0/4 
Carboxylic acid 5 67 2/3 0 0/2 
Ester 6 67 4/6 - 0/0 
Ether 8 40 2/5 0 0/3 
Formulation 12 100 2/2 0 0/10 
Heterocycle 16 50 4/8 0 0/8 
Ketone 6 67 4/6 - 0/0 
Onium compound 9 33 1/3 0 0/6 
Sulfur compound 7 20 1/5 0 0/2 
Properties of Interest 
Liquid/Solution 43 83 19/23 0 0/20 
Solid 33 25 5/20 0 0/13 
Surfactant – Total 
-nonionic 
-anionic 
-cationic 

10 
3 
- 
7 

50 
50 
- 

100 

2/4 
1/2 
- 

1/1 

0 
0 
- 
0 

0/6 
0/1 
- 

0/6 
pH – Total7 
- acidic (pH < 7.0) 
- basic (pH > 7.0) 

0 
0 
0 

- 
- 
- 

- 
- 
- 

- 
- 
- 

- 
- 
- 

NICEATM GHS 
Category 1 Subgroup8 
- Total 
- 4 (CO=4 at any time) 
- 3 (severity/persistence) 
- 2 (severity) 
- 2-4 combined9 
- 1 (persistence)  

 
21 
4 
3 
2 
9 
12 

 
- 
- 
- 
- 
- 
- 

 
- 
- 
- 
- 
- 
- 

 
0 
0 
0 
0 
0 
0 

 
0/0 
0/4 
0/3 
0/2 
0/9 

0/12 
1GHS = United Nations Globally Harmonized System (UN [2003]). 399 
2N = number of substances. 400 
3False Positive Rate = the proportion of all negative substances that are falsely identified as positive in vitro. 401 
4False Negative Rate = the proportion of all positive substances that are falsely identified as negative in vitro. 402 
5Data used to calculate the percentage. 403 
6Chemical classes included in this table are represented by at least five substances tested in the IRE test method 404 
and assignments are based on the MeSH categories (www.nlm.nih.gov/mesh).  See Appendix B. 405 
7Total number of GHS Category 1 substances for which pH information was available. 406 
8Subgroups assigned based on the whether classification as a GHS Category 1 substance was based on severity 407 
and/or persistence.  1: based on lesions that are persistent; 2: based on lesions that are severe (not including 408 
Corneal Opacity [CO]=4); 3: based on lesions that are both severe (not including CO=4) and persistent; 4: CO = 409 
4 at any time. 410 
9Subcategories 2 to 4 combined to allow for a direct comparison of GHS Category 1 substances classified in 411 
vivo based on some lesion severity component and those classified based on persistent lesions alone. 412 

413 
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vivo rabbit eye test data, and (ii) any additional substances classified by IRE as severe 413 
irritants by CEC (1991), Balls et al. (1995), and Gettings et al. (1996) and that could also be 414 
assigned a GHS/EPA/EU classification based on in vivo rabbit eye test data.  For the 415 
additional substances, a severe irritant classification was based either on an in vitro corneal 416 
opacity score of at least 3.0 or an in vitro corneal swelling of at least 25%.  These two criteria 417 
were among the four used by Guerriero et al. (2004) to identify corrosive/severe irritants (the 418 
other endpoints used by Guerriero et al. (2004) included fluorescein penetration and 419 
epithelial integrity).  Substances that were not classified as severe irritants in these IRE 420 
studies by CEC (1991), Balls et al. (1995) and Gettings et al. (1996) could not be used in the 421 
reanalysis, because an evaluation of any one of the parameters not evaluated in the respective 422 
studies could have resulted in the substance being classified as a corrosive or severe irritant.  423 
For example, in Gettings et al. (1996), only corneal swelling was measured.  Substances that 424 
produced corneal swelling of at least 25% were included in the “Expanded Data Set” and 425 
used in the reanalysis.  However, a substance that did not produce ≥ 25% corneal swelling 426 
might have produced a corneal opacity score, fluorescein penetration score, or damage of the 427 
epithelium that would have classified it as a severe irritant had any of these endpoints been 428 
evaluated.  Accordingly, because substances classified as nonsevere irritants in Gettings et al. 429 
(1996) could potentially be classified as severe irritants using these other criteria, such 430 
substances are not included in the Expanded Data Set analysis. 431 
 432 
The reanalysis of the accuracy of the IRE test method for identifying ocular corrosives and 433 
severe irritants also took into account the reclassification of some nonsevere irritants as 434 
severe irritants (see Section I-1.0 and Appendix I-A).  As the changes in accuracy are 435 
independent of the ocular hazard classification system used, this discussion is limited to the 436 
GHS classification system.   437 
 438 
When the reanalysis is restricted to Guerriero et al. (2004), the IRE test method version that 439 
evaluated the greatest number of endpoints, the reclassification changed from 78% (28/36) in 440 
the draft IRE BRD to 79% (30/38) in the reanalysis.  The false negative rate stayed the same.  441 
(draft IRE BRD = 0% [0/12]; reanalysis: 0% [0/11]).  The false positive rate decreased from 442 
32% (8/24) in the draft IRE BRD to 30% (8/27) in the reanalysis.   443 
 444 
With the addition of some substances classified as corrosive/severe irritants in Balls et al. 445 
(1995) and Gettings et al. (1996), the overall accuracy was 68% (52/76), the false negative 446 
rate was 0% (0/33), while the false positive rate was 56% (24/43) (i.e., the additional data 447 
included 38 substances classified by IRE as severe irritants, 22 of which were also severe 448 
irritants in vivo and 16 of which were nonsevere irritants or nonirritants in vivo).  The 449 
expanded data set is potentially confounded by the exclusion of substances with true negative 450 
outcomes (matching in vivo and in vitro nonsevere or nonirritant classifications), which 451 
would affect both specificity and the false positive rate.   452 
 453 
Table I-6 provides a summary of the revised analysis of the overall performance of the 454 
Expanded Data Set, when compared to the GHS classification system (UN [2003]).  As noted 455 
from this analysis, the false positive substances included 11 nonirritants, three Category 2B 456 
substances, and 10 Category 2A substances.  No severe irritants (0/33) were underpredicted.   457 

458 
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Table I-6. Overall Accuracy of the IRE Test Method in Predicting the Irritancy of a 458 
Substance as Defined by the GHS1 Classification System (Analysis Based 459 
on the Expanded Data Set)2 460 

 461 
In Vitro Classification 

 
Severe Irritant Nonsevere Irritant TOTAL 

1 33 0 33 

2A 10 1 11 

2B 3 3 6 

Nonirritant 11 15 26 

In Vivo 

Classification3 

TOTAL 57 19 76 
1GHS = United Nations Globally Harmonized System (UN [2003]. 462 
2Includes the 38 substances tested by Guerriero et al. (2004) that could be classified and 38 additional 463 
substances classified as severe irritants from Balls et al. (1995) and Gettings et al. (1996), based either on an in 464 
vitro corneal opacity score of at least 3.0 or an in vitro corneal swelling of at least 25%; these were among the 465 
criteria used by Guerriero et al. (2004) to identify corrosive/severe irritants.  When the same substance was 466 
evaluated in multiple laboratories, the IRE ocular irritancy potential for each independent test result was 467 
determined.  Subsequently, an overall IRE ocular irritancy classification was assigned for each substance based 468 
on the majority of ocular irritancy classification calls and this call was used in the analysis of IRE test method 469 
accuracy (approach described in Section I-2.0); this process reduced the total number of substances in the 470 
expanded data set to 76 for the GHS classification system (UN [2003]).  471 
3Thirty-four substances included in Appendix I-A had insufficient data with which to assign a GHS 472 
classification and therefore were not included in this table. 473 
 474 
 475 
3.0 RELIABILITY OF THE IRE TEST METHOD - REANALYSIS 476 
 477 
As discussed in the draft IRE BRD, an assessment of test method reliability (intralaboratory 478 
repeatability and intra- and inter-laboratory reproducibility) is an essential element of any 479 
evaluation of the performance of an alternative test method (ICCVAM [2003]).  480 
Repeatability refers to the closeness of agreement between test results obtained within a 481 
single laboratory when the procedure is performed on the same substance under identical 482 
conditions within a given time period (ICCVAM [1997, 2003]).  Intralaboratory 483 
reproducibility refers to the determination of the extent to which qualified personnel within 484 
the same laboratory can replicate results using a specific test protocol at different times.  485 
Interlaboratory reproducibility refers to the determination of the extent to which different 486 
laboratories can replicate results using the same protocol and test chemicals, and indicates the 487 
extent to which a test method can be transferred successfully among laboratories.  A 488 
reliability assessment includes reviewing the rationale for selecting the substances used to 489 
evaluate test method reliability, a discussion of the extent to which the substances tested 490 
represent the range of possible test outcomes and the properties of the various substances for 491 
which the test method is proposed for use, and a quantitative and/or qualitative analysis of 492 
repeatability and intra- and inter-laboratory reproducibility.  In addition, measures of central 493 
tendency and variation are summarized for historical control data (negative, vehicle, 494 
positive), where applicable.   495 
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3.1 Substances Used to Re-evaluate the Reliability of the IRE Test Method 496 
 497 
An evaluation of the intralaboratory repeatability and reproducibility of the IRE test method 498 
could not be conducted in the original reliability analysis due to the lack of appropriate data 499 
(see draft IRE BRD, Nov 1, 2004).  No additional IRE test method data was submitted in 500 
response to the FR notice (see Section I-1.0).  However, due to the in vivo reclassification of 501 
some substances from nonsevere irritants/nonirritants to severe irritants and to the 502 
development of the Expanded Data Set (see Section I-1.0), a reanalysis of the reproducibility 503 
of the IRE test method was conducted.  The sources of data available for conducting an 504 
assessment of IRE test method interlaboratory reproducibility were the EC/HO validation 505 
study from Balls et al. (1995) and the CEC (1991) prevalidation study.  In the Balls et al. 506 
(1995) validation study, four laboratories evaluated the accuracy and reliability of the IRE 507 
test method using 60 substances (i.e., there were 52 different substances with four substances 508 
tested at two different concentrations and two substances tested at three different 509 
concentrations, for a total of 60 possible ocular irritation outcomes).  One substance 510 
(thiourea) was tested in vitro in the IRE assay but, due to its excessive toxicity in vivo, was 511 
excluded from the comparison of in vitro and in vivo test results.  In the CEC (1991) 512 
collaborative study, three laboratories evaluated the accuracy and reliability of the IRE test 513 
method using 21 substances.8 514 
 515 
3.2 Reanalysis of IRE Test Method Intralaboratory Repeatability 516 
 517 
Generally, analyses of intralaboratory repeatability have included approaches such as: 518 

• a coefficient of variation (CV) analysis, which is a statistical measure of the 519 
deviation of a variable from its mean (e.g., Holzhütter et al. [1996]) 520 

• analysis of variance (ANOVA) methods (e.g., Holzhütter et al. [1996]; ASTM 521 
[1999]). 522 

 523 
Due to the lack of available IRE test data for replicate enucleated rabbit eyes within 524 
individual experiments performed by the same laboratory and for repeat experiments 525 
conducted on the same substance under exactly the same conditions, an evaluation of the 526 
intralaboratory repeatability of the IRE test method could not previously be conducted (see 527 
draft IRE BRD).  As noted above, no additional data were received that would enable an 528 
analysis of intralaboratory repeatability.  529 
 530 
3.3 Reanalysis of IRE Test Method Intralaboratory Reproducibility 531 
 532 
Generally, analyses of intralaboratory reproducibility have included approaches such as: 533 

• CV analysis, which is a statistical measure of the deviation of a variable from 534 
its mean (e.g., Holzhütter et al. [1996]) 535 

• ANOVA methods (e.g., Holzhütter et al. [1996]; ASTM [1999]). 536 
537 

                                                
8 Some severely irritating substances tested by the CEC (1991) were excluded from this evaluation due to the 
lack of individual in vivo rabbit eye data.  Classification of these substances had been based on ocular effects in 
humans, dermal studies, or pH.  
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Due to the lack of available IRE test data for experiments conducted multiple times in the 537 
same laboratory, an evaluation of IRE test method intralaboratory reproducibility could not 538 
conducted in the original IRE BRD (see draft IRE BRD).  No additional IRE data has been 539 
received that would enable an evaluation of intralaboratory reproducibility. 540 
  541 
3.4 Reanalysis of IRE Test Method Interlaboratory Reproducibility 542 
 543 
Generally, analyses of interlaboratory variability have included approaches such as: 544 

• the extent of concordance among laboratories in assigning the same regulatory 545 
classification for a particular substance (e.g., Holzhütter et al. [1996]) 546 

• a CV analysis, which is a statistical measure of the deviation of a variable 547 
from its mean (e.g., Holzhütter et al. [1996]) 548 

• ANOVA methods (e.g., Holzhütter et al. [1996]; ASTM [1999]) 549 
• bivariant scatter diagrams/correlation analyses for pairs of laboratories to 550 

assess the extent possibility of divergence (e.g., Holzhütter et al. 1996)  551 
 552 

3.4.1 Qualitative Assessment of Interlaboratory Reproducibility 553 
Data from CEC (1991) and Balls et al. (1995) were used to qualitatively evaluate the 554 
interlaboratory reproducibility of the IRE test method.  For an assessment of interlaboratory 555 
reproducibility, substances classified as corrosive/severe irritants or nonsevere 556 
irritants/nonirritants were further classified within the EPA, EU, and GHS classification 557 
systems (EPA [1996]; EU [2001]; UN [2003]) by their in vivo rabbit eye test results.  558 
Because the focus of this assessment is on the interlaboratory reproducibility of the IRE test 559 
method in identifying corrosives/severe irritants versus nonsevere irritants/ nonirritants, 560 
considerable variability could exist among laboratories in their classification of substances as 561 
nonsevere irritants or nonirritants (e.g., three laboratories could classify a substance as a 562 
nonirritant and one laboratory could classify the same substance as a moderate irritant; for 563 
the purpose of the analysis, this would be considered 100% agreement between laboratories).  564 
 565 
3.4.1.1 GHS Ocular Hazard Classification System 566 
For this classification system, one study could be used to assess the interlaboratory 567 
reproducibility of the IRE test method: Balls et al. (1995).  The four participating laboratories 568 
in the EC/HO study (Balls et al. [1995]) were in 100% agreement in regard to the ocular 569 
irritancy classification (corrosive/severe irritant or nonsevere irritant/nonirritant) of 35 (59%) 570 
of the 59 substances tested (see Table I-7). 571 
 572 
As shown in Table I-7:  573 

• All four participating laboratories agreed on the classification of 14 (100%) of 574 
the 14 substances that were GHS corrosives/severe irritants9.  575 

• Five (55%) of the nine substances classified according to the GHS based on in 576 
vivo rabbit eye data as corrosives/severe irritants were incorrectly classified by 577 
all four participating laboratories as nonsevere irritants (i.e., Category 2A and 578 

                                                
9 The overall in vitro classification for each substance was determined based on the most frequent individual 
laboratory classification, or in the case of an even number of discordant responses, the most severe 
classification.   
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2B irritants) or nonirritants, whereas four of the nine substances (44%) had 579 
75% agreement among the laboratories.  The five substances incorrectly 580 
classified by all four laboratories were Captan 90 concentrate, dibenzoyl-L-581 
tartaric acid, 2,5-dimethylhexanediol, 15% sodium lauryl sulfate, and sodium 582 
perborate tetrahydrate.  583 

• Eight (40%) of the 20 substances classified according to the GHS based on in 584 
vivo rabbit eye data as nonsevere irritants were incorrectly classified by the 585 
four laboratories as corrosives or severe irritants.  Of the 12 substances (60%) 586 
with discordant results among the four laboratories, three (15%) (ethyl acetate, 587 
iso-propanol, and methyl acetate) were incorrectly classified by three of the 588 
four laboratories and nine (45%) (acetone, 0.1% cetylpyridinium bromide, 589 
ethyl-2-methylacetoacetate, Fomesafen, Maneb, methylisobutylketone, n-590 
octanol, polyethylene glycol 400, and toluene) were incorrectly classified by 591 
two of the four laboratories.   592 

• All four laboratories agreed on the classification of six (43%) of the 14 593 
substances classified as GHS nonsevere irritants/nonirritants.  Of the eight 594 
substances (57%) with discordant classification results, all eight substances 595 
(ammonium nitrate, butyl acetate, dibenzyl phosphate, 2,6-dichorobenzoyl 596 
chloride, methyl acetate, tetra-aminopyrimidine sulfate, 3% trichloroacetic 597 
acid, and Tween 20) were correctly classified by three of the four laboratories.  598 

• Due to the lack of appropriate in vivo data (e.g., studies were terminated too 599 
early to assess reversibility of effects), two (3%) of the 59 test substances could 600 
not be classified according to the GHS classification scheme.  All four 601 
laboratories were in agreement with the classification of one of these 602 
substances as nonsevere irritant/nonirritant and one substance as a 603 
corrosive/severe irritant. 604 

 605 
3.4.1.2 EPA Ocular Hazard Classification System 606 
The four participating laboratories in the EC/HO study (Balls et al. [1995]) were in 100% 607 
agreement for the ocular irritancy classification (corrosive/severe irritant or nonsevere 608 
irritant/nonirritant) of 36 (61%) of the 59 substances tested.  As shown in Table I-8:  609 

• All four participating laboratories agreed on the classification of 18 (100%) of 610 
the 18 substances that were EPA corrosives/severe irritants10.  611 

• Four (57%) of the seven substances classified according to the EPA (1996) 612 
based on in vivo rabbit eye data as corrosives/severe irritants were incorrectly 613 
classified by all four participating laboratories as nonsevere 614 
irritants/nonirritants.  Three substances (43%) were shown to have discordant 615 
in vitro classification results among the four participating laboratories (Captan 616 
90 concentrate, 2,5-dimethylhexanediol, and sodium lauryl sulfate [15%]).  617 
These substances were incorrectly classified by three of the four laboratories.   618 

619 

                                                
10 As described in Section I-2.0, the overall in vitro classification for each substance was determined based on 
the most frequent individual laboratory classification, or in the case of an even number of discordant responses, 
the most severe classification.   
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Table I-7. Interlaboratory Variability of Balls et al. (1995) for Substances Classified 619 
as Ocular Corrosives/Severe Irritants or Nonsevere Irritants/Nonirritants 620 
Using the GHS1 Classification System 621 

  622 
Classification 

(in vivo/ 
in vitro)2 

Data 
Set 

Number 
of 

Substances 

Number 
of Testing 

Labs 

Substances 
with 100% 
Agreement 

Among Labs 

Substances 
with 75% 

Agreement 
Among Labs 

Substances 
with 50% 

Agreement 
Among Labs 

New3 14 4 14 (100%) 0 (0%) 0 (0%) +/+ 
Old3 14 4 14 (100%) 0 (0%) 0 (0%) 
New 9 4 5 (55%) 4 (44%) 0 (0%) +/- 
Old 8 4 4 (50%) 4 (50%) 0 (0%) 
New 20 4 8 (40%) 3 (15%) 9 (45%) -/+ 
Old 20 4 8 (40%) 3 (15%) 9 (45%) 
New 14 4 6 (43%) 8 (57%) 0 (0%) -/- 
Old 14 4 6 (43%) 8 (57%) 0 (0%) 
New 1 4 1 (100%) 0 (0%) 0 (0%) ?/- 
Old 2 4 2 (100%) 0 (0%) 0 (0%) 
New 1 4 1 (100%) 0 (0%) 0 (0%) ?/+ 
Old 1 4 1 (100%) 0 (0%) 0 (0%) 
New 59 4 35 (59%) 15 (25%) 9 (15%) TOTAL 
Old 59 4 35 (59%) 15 (25%) 9 (15%) 

1GHS = Globally Harmonized System (UN [2003]). 623 
2A “+” indicates that the substance was assigned an overall classification of corrosive or a severe irritant 624 
(Category 1); a “-“ indicates that the substance was assigned an overall classification of nonsevere irritant 625 
(Category 2A, 2B) or nonirritant; a “?” indicates that, due to the lack of appropriate in vivo data (e.g., studies 626 
were terminated too early to assess reversibility of effects), a GHS classification could not be made.  See 627 
Section 2.0 for a description of the rules followed to classify the ocular irritancy of test substances tested 628 
multiple times in vitro. 629 
3New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on the previous 630 
analysis included in the draft IRE BRD. 631 
 632 
 633 

• Eight (40%) of the 20 substances classified according to the EPA based on in 634 
vivo rabbit eye data as a nonsevere irritant/nonirritant were incorrectly 635 
classified by all four participating laboratories as a corrosive/severe irritant.  636 
Of the 12 remaining substances (60%), three substances ((15%) ethyl acetate, 637 
iso-propanol, and methyl acetate) were incorrectly classified by three of the 638 
four laboratories and nine substances (45%) (acetone, cetylpyridinium 639 
bromide, ethyl-2-methylacetoacetate, Fomesafen, Maneb, 640 
methylisobutylketone, n-octanol, polyethylene glycol 400, and toluene) by 641 
two of the four laboratories.  642 

• Six (43%) of the 14 substances classified according to the EPA (1996) based 643 
on in vivo rabbit eye data as nonsevere irritants or nonirritants were correctly 644 
classified by all four laboratories.  All eight substances (57%) with discordant 645 
classification results (ammonium nitrate, butyl acetate, dibenzyl phosphate, 646 
2,6-dichlorobenzoyl chloride, methyl acetate, tetra-aminopyrimidine sulfate, 647 
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3% trichloroacetic acid, and Tween 20) were correctly classified by three of 648 
the four laboratories. 649 

• The three substances classified in vitro as nonsevere irritants and the two 650 
substances classified as corrosives or severe irritants, which originally could 651 
not be assigned an in vivo classification, were reclassified as severe irritants 652 
and correctly identified by all four laboratories.  These substances were 2,2-653 
dimethylbutanoic acid, imidazole, promethazine, and pyridine.  654 

 655 
 656 

Table I-8. Interlaboratory Variability of Balls et al. (1995) for Substances Classified 657 
as Ocular Corrosives/Severe Irritants or Nonsevere Irritants/Nonirritants 658 
Using the EPA1 Classification System 659 

  660 
Classification 

(in vivo/ 
in vitro)2 

Data 
Set 

Number 
of 

Substances 

Number 
of 

Testing 
Labs 

Substances 
with 100% 
Agreement 

Among Labs 

Substances 
with 75% 

Agreement 
Among Labs 

Substances 
with 50% 

Agreement 
Among Labs 

New3 18 4 18 (100%) 0 (0%) 0 (0%) +/+ 
Old3 13 4 13(100%) 0 (0%) 0 (0%) 
New 7 4 4 (57%) 3 (43%) 0 (0%) +/- 
Old 7 4 4 (57%) 3 (43%) 0 (0%) 
New 20 4 8 (40%) 3 (15%) 9 (45%) -/+ 
Old 20 4 8 (40%) 3 (15%) 9 (45%) 
New 14 4 6 (43%) 8 (57%) 0 (0%) -/- 
Old 14 4 6 (43%) 8 (57%) 0 (0%) 
New 0 4 0 (0%) 0 (0%) 0 (0%) ?/- 
Old 3 4 2 (66%) 1 (33%) 0 (0%) 
New 0 4 0 (0%) 0 (0%) 0 (0%) ?/+ 
Old 2 4 2 (100%) 0 (0%) 0 (0%) 
New 59 4 36 (61%) 14 (24%) 9 (15%) TOTAL 
Old 59 4 35 (59%) 15 (25%) 9 (15%) 

1EPA = U.S. Environmental Protection Agency (EPA [1996]). 661 
2A “+” indicates that the substance was assigned an overall classification of corrosive or a severe irritant 662 
(Category I); a “-“ indicates that the substance was assigned an overall classification of nonsevere irritant 663 
(Category II, III) or nonirritant (category IV); a “?” indicates that, due to the lack of appropriate in vivo data 664 
(e.g., studies were terminated too early to assess reversibility of effects), an EPA classification could not be 665 
made.  See Section I-2.0 for a description of the rules followed to classify the ocular irritancy of test substances 666 
tested multiple times in vitro. 667 
3New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on the previous 668 
analysis included in the draft IRE BRD. 669 

 670 
 671 

3.4.1.3 EU Ocular Hazard Classification System 672 
Using the Balls et al. (1995) data set, the participating laboratories were in 100% agreement 673 
with regard to the ocular irritancy classification (corrosive/severe irritant or nonsevere 674 
irritant/nonirritant) of 37 (63%) of the 59 substances tested.  As shown in Table I-9:  675 

• All four participating laboratories agreed on the classification of 12 (100%) of 676 
the 12 substances that were EU corrosives/severe irritants 677 
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• Three (50%) of the six substances classified according to the EU based on in 678 
vivo rabbit eye data as corrosives/severe irritants were incorrectly classified by 679 
all four participating laboratories as nonsevere irritants/nonirritants.  Of the 680 
three substances (50%) with discordant in vitro classification results among 681 
the four participating laboratories, all three substances (Captan-90 682 
concentrate, dibenzoyl-L-tartaric acid, and 2,5-dimethylhexanediol) were 683 
incorrectly classified by three of the four laboratories.  684 

• Seven (39%) of the 18 substances classified according to the EU based on in 685 
vivo rabbit eye data as a nonsevere irritants/nonirritant was incorrectly 686 
classified by all four participating laboratories as a corrosives/severe irritant.  687 
Of the 11 substances (61%) with discordant in vitro classification results 688 
among the four participating laboratories, two substances (44%), ethyl acetate 689 
and methyl acetate, were incorrectly classified by three laboratories and nine 690 
(50%) were incorrectly classified by two of the four laboratories (acetone, γ-691 
butyrolactone, 0.1% cetylpyridinium bromide, ethyl-2-methylacetoacetate, 692 
Fomesafen, methylisobutylketone, n-octanol, polyethylene glycol 400, and 693 
toluene).   694 

• All four laboratories agreed on the classification of six (50%) of the 12 695 
substances classified as EU nonsevere irritants/nonirritants the four 696 
participating laboratories.  Three of the four laboratories were in agreement 697 
for the six substances (50%) with discordant classification results (ammonium 698 
nitrate, 4-carboxybenzaldehyde, dibenzyl phosphate, tetra-aminopyrimidine 699 
sulfate, 3% trichloroacetic acid, and Tween 20).  700 

• Four of six (67%) of substances classified in vitro as nonirritants, but could 701 
not be classified in vivo due to the lack of sufficient data, were classified as 702 
such by all four laboratories.  Two of the six (33%) were classified as 703 
nonirritants in vitro by two of three laboratories. 704 

• Five of five (100%) of substances were classified in vitro as corrosives or 705 
severe irritants by all four laboratories, but could not be classified in vivo due 706 
to the lack of appropriate data. 707 

708 
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Table I-9. Interlaboratory Variability of Balls et al. (1995) for Substances Classified 708 
as Ocular Corrosives/Severe Irritants or Nonsevere Irritants/Nonirritants 709 
Using the EU1 Classification System 710 

 711 
Classification 

(in vivo/ 
in vitro)2 

Data 
Set 

Number 
of 

Substances 

Number 
of Testing 

Labs 

Substances 
with 100% 
Agreement 

Among Labs 

Substances 
with 75% 

Agreement 
Among Labs 

Substances 
with 50% 

Agreement 
Among Labs 

New3 12 4 12 (100%) 0 (0%) 0 (0%) +/+ 
Old3 14 4 14 (100%) 0 (0%) 0 (0%) 
New 6 4 3 (50%) 3 (50% 0 (0%) +/- 
Old 7 4 4 (57%) 3 (43%) 0 (0%) 
New 18 4 7 (39%) 2 (44%) 9 (50%) -/+ 
Old 21 4 9 (43%) 3 (14%) 9 (43%) 
New 12 4 6 (50%) 6 (50%) 0 (0%) -/- 
Old 17 4 9 (53%) 8 (47%) 0 (0%) 
New 6 4 4 (67%) 2 (33%) 0 (0%) ?/- 
Old 0 4 0 (0%) 0 (0%) 0 (0%) 
New 5 4 5 (100%) 0 (0%) 0 (0%) ?/+ 
Old 0 4 0 (0%) 0 (0%) 0 (0%) 
New 59 4 37 (63%) 13 (22%) 9 (15%) TOTAL 
Old 59 4 36 (61%) 14 (24%) 9 (15%) 

1EU = European Union (EU [2001]). 712 
2A “+” indicates that the substance was assigned an overall classification of corrosive or severe irritant 713 
(Category R41); a “-“ indicates that the substance was assigned an overall classification of nonsevere irritant 714 
(Category R36) or nonirritant; a “?” indicates that, due to the lack of appropriate in vivo data, an EU 715 
classification could not be made.  See Section I-2.0 for a description of the rules followed to classify the ocular 716 
irritancy of test substances tested multiple times in vitro. 717 
3New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on the previous 718 
analysis included in the draft IRE BRD. 719 
 720 
 721 
Using the CEC (1991) data set, the three participating laboratories were in 100% agreement 722 
in regard to the ocular irritancy classification (corrosive/severe irritant or nonsevere 723 
irritant/nonirritant) of 17 (81%) of the 21 substances tested (Table I-10).  724 
 725 
As shown in Table I-10: 726 

• Three (60%) of five substances were classified according to in vivo rabbit eye 727 
data as corrosives or severe irritants and these were identified correctly by all 728 
three laboratories.  One discordant substance (sodium dodecyl sulfate) was 729 
correctly classified by two of the three laboratories, and one (dibutyltin 730 
chloride) was correctly classified by one of two laboratories. 731 

• No substances were identified as false positives (i.e., as severe irritants in vivo 732 
and as nonsevere irritants in vitro). 733 

• Two of two (100%) nonsevere irritants in vivo were incorrectly classified as 734 
severe irritants in vitro by all three laboratories.  There were no discordant 735 
substances.  736 
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• Six of eight (75%) substances were in complete agreement among laboratories 737 
for identification of nonsevere irritants.  Two discordant substances (25%) 738 
(Brij-35 and 2-butoxyethylacetate) were identified as nonsevere irritants by 739 
two of the three testing laboratories.  740 

• All three laboratories agreed in the identification of two substances as 741 
nonsevere irritants (100%) and another four as severe irritants, although no in 742 
vivo classification could be assigned to these substances.   743 

 744 
 745 
Table I-10. Interlaboratory Variability of CEC Collaborative Study (1991) for 746 

Substances Classified as Ocular Corrosives/Severe Irritants or Nonsevere 747 
Irritants/Nonirritants Using the EU1 Classification System 748 

 749 
Classification 

(in vivo/ 
in vitro)2 

Data 
Set 

Number 
of 

Substances 

Number 
of 

Testing 
Labs 

Substances 
with 100% 
Agreement 

Among Labs 

Substances 
with 67% 

Agreement 
Among Labs 

Substances 
with 33% 

Agreement 
Among Labs 

New3 5 3 3 (60%) 1 (20%) 1 (20%)4 +/+ 
Old3 8 3 7 (88%) 1 (12%) 0 (0%) 
New 0 3 0 (0%) 0 (0%) 0 (0%) 

+/- 
Old 0 3 0 (0%) 0 (0%) 0 (0%) 
New 2 3 2 (100%) 0 (0%) 0 (0%) -/+ 
Old 3 3 3 (100%) 0 (0%) 0 (0%) 
New 8 3 6 (75%) 2 (25%) 0 (0%) -/- 
Old 10 3 8 (80%) 2 (20%) 0 (0%) 
New 2 25 2 (100%) 0 (0%) 0 (0%) ?/- 
Old 0 - 0 (0%) 0 (0%) 0 (0%) 
New 4 3 4 (100%)6 0 (0%) 0 (0%) ?/+ 
Old 0 - 0 (0%) 0 (0%) 0 (0%) 
New 21 3 17 (81%) 3 (14%) 1 (5%) TOTAL 
Old 21 3 18 (86%) 3 (14%) 0 (0%) 

1EU = European Union (EU [2001]). 750 
2A “+” indicates that the substance was assigned an overall classification of corrosive or severe irritant 751 
(Category R41); a “-“ indicates that the substance was assigned an overall classification of nonsevere irritant 752 
(Category R36) or nonirritant; a “?” indicates that, due to the lack of appropriate in vivo data, an EU 753 
classification could not be made.  See Section 2.0 for a description of the rules followed to classify the ocular 754 
irritancy of test substances tested multiple times in vitro. 755 
3New = accuracy statistics based on the revised analysis; Old = accuracy statistics based on the previous 756 
analysis included in the draft IRE BRD. 757 
4Agreement was among one of two laboratories (50% not 33%).  The third laboratory did not test the material. 758 
5Two of the three testing laboratories evaluated these two substances.  759 
6One of the four substances was tested in two laboratories with severe classification assigned. 760 
 761 
 762 
3.4.2 Quantitative Assessment of Interlaboratory Reproducibility 763 
As detailed in the draft IRE BRD, to provide a quantitative assessment of interlaboratory 764 
variability, individual laboratory IRE test results were used to calculate a mean, standard 765 
deviation, and the %CV for corneal opacity, fluorescein retention, corneal swelling, and the 766 
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irritation index for each of the 59 substances tested in the Balls et al. (1995) study.  Mean and 767 
median %CV values were calculated to provide an assessment of overall variability.  This 768 
analysis was not affected by the information received subsequent to the release of the draft 769 
IRE BRD, and therefore is not presented here.    770 

 771 
3.4.3 Additional Reanalyses of Interlaboratory Reproducibility 772 
A comparison of the corneal opacity and corneal swelling measurements at one and four 773 
hours for substances that were tested in both the Balls et al. (1995) and Guerriero et al. 774 
(2004) data sets is presented in Table I-11.  Correlation coefficients for corneal opacity 775 
scores at 1 and 4 hours were 0.77 and 0.78, respectively.  Correlation coefficients for corneal 776 
swelling at 1 and 4 hours were 0.92 and 0.68, respectively.  The corneal swelling 777 
measurements in Balls et al. (1995) were more variable than those in Guerriero et al. (2004).  778 
This might be attributed to differences in the methods of measurement of corneal thickness in 779 
the four contributing laboratories in the Balls et al. (1995) study employed amongst the 780 
various laboratories in this study to quantify corneal swelling (i.e., ultrasonic pachymeter vs. 781 
depth measuring gauge).  782 
 783 
The draft IRE BRD also contains a description of the analysis performed by Balls et al. 784 
(1995) in which they determined the interlaboratory correlation between IRE test method 785 
endpoint data generated by each laboratory for all substances tested, as well as for subsets of 786 
test substances (water-soluble, water-insoluble, surfactants, solids, solutions, and liquids).  787 
This analysis was not affected by the information received subsequent to the release of the 788 
draft IRE BRD and therefore is not presented here. 789 
 790 
3.5 IRE Test Method Historical Positive and Negative Control Data - Reanalysis 791 
 792 
Concurrent positive control substances have not been employed in the IRE test method, and 793 
therefore, an evaluation of historical positive control data is not possible.  One eye is 794 
traditionally included in each study as a negative/vehicle controls (isotonic saline).   795 
 796 
3.6 Reliability of the IRE Test Method for Identifying Ocular Corrosives and 797 

Severe Irritants – Summary of Reanalysis 798 
 799 
In the draft IRE BRD, no data was provided for the assessment of intralaboratory 800 
repeatability and reproducibility.  Since no additional data was submitted for the IRE test 801 
method following the Expert Panel meeting, additional analyses of intralaboratory reliability 802 
could not be conducted. 803 
 804 
The original IRE test method reliability analysis included an evaluation of interlaboratory 805 
reproducibility using both qualitative and quantitative approaches.  While the quantitative 806 
analysis was unaffected by the reclassification of some nonsevere irritants/nonirritants as 807 
severe irritants, the qualitative analysis (correct classification as an ocular corrosive/severe 808 
irritant or as a non-corrosive/nonsevere irritant) of the individual laboratory test results 809 
obtained for the EC/HO validation study (Balls et al. [1995]) and for the CEC (1991) 810 
collaborative study were affected.  Overall, in the Balls et al. (1995) study, the number of 811 
substances with 100% agreement between the four laboratories was 59-61% (35-36/59) in the 812 
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Table I-11. Interlaboratory Reproducibility of Corneal Endpoint Measures for Substances Tested in Common Between IRE 813 
Test Method Studies 814 

 815 
In Vitro IRE Data 

Balls et al. (1995)1 Guerriero et al. (2004)2 

Mean ±  SD3 Test Material Endpoint 

1 Hour 4 Hours 1 Hour 4 Hours 

Corneal Opacity Score4 3 ± 1.7 4 ± 0.0 3 ± 0.6 3 ± 0.6 
Sodium Hydroxide (10%) 

Swelling (%)5 102 ± 13.6 138 ± 25.3 111 ±28.8 NT6 

Corneal Opacity Score 2 ± 0.5 2 ± 0.5 4 ± 0.0 4 ± 0.0 
Trichloroacetic Acid (30%) 

Swelling (%) 24 ± 28.3 44 ± 33.1 12 ±1.3 54 ±9.5 

Corneal Opacity Score 0 ± 0.5 1 ± 1.1 2 ± 0.6 2 ± 0.6 
Acetone 

Swelling (%) 15 ± 12.0 32 ± 30.2 19 ± 9.7 50 ± 44.8 

Corneal Opacity Score 1 ± 0.9 2 ± 1.0 3 ± 0.6 3 ± 0.0 
Allyl Alcohol7 

Swelling (%) 16 ± 11.2 36 ± 20.2 41 ± 3.7 77 ± 2.9 

Corneal Opacity Score 1 ± 0.9 3 ± 0.6 2 ± 0.6 3 ± 0.6 
n-Butanol 

Swelling (%) 25 ± 11.0 75 ± 19.6 55 ± 5.9 92 ±19 

Corneal Opacity Score 0 ± 0.0 0 ± 0.0 0 ± 0.0 0 ± 0.0 
Ammonium Nitrate 

Swelling (%) 7 ± 3.1 10 ± 11.3 11 ± 1.4 15 ±3.4 

Corneal Opacity Score 1 ± 0.9 2 ± 0.8 1 ± 0.6 1 ± 0.6 
Cetylpyridinium Bromide (10%) 

Swelling (%) 18 ± 6.4 43 ± 29.4 49 (n=1)8 31 (n=1) 

Corneal Opacity Score 1 ± 0.8 2 ± 0.4 3 ± 0.0 3 ± 0.0 
Methyl Ethyl Ketone 

Swelling (%) 21 ± 6.3 61 ± 20.7 35 ± 8.3 105 ± 18.6 
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In Vitro IRE Data 

Balls et al. (1995)1 Guerriero et al. (2004)2 

Mean ±  SD3 Test Material Endpoint 

1 Hour 4 Hours 1 Hour 4 Hours 

Corneal Opacity Score 0 ± 0.0 0 ± 0.4 0 ± 0.0 1 ± 0.6 
Butyl Acetate 

Swelling (%) 7 ± 4.9 15 ± 10.9 20 ± 1.3 30 ± 2.3 

Corneal Opacity Score 0 ± 0.51 0 ± 0.6 0 ± 0.0 0 ± 0.0 
Toluene 

Swelling (%) 14 ± 9.4 23 ± 13.9 7.4 ± 1.5 15 ± 2.6 

Corneal Opacity Score 0 ± 0.0 0 ± 0.47 0 ± 0.0 0 ± 0.0 
Glycerol 

Swelling (%) 8 ± 12.1 8 ± 14.7 13 ± 5.1 21 ± 4.6 

Corneal Opacity Score 0 ± 0.5 1 ± 0.6 0 ± 0.0 0 ± 0.0 
Polyethylene Glycol 400 

Swelling (%) 15 ± 12.1 18 ± 14.7 10 ± 1.9 16 ± 2.4 
1Data were provided as mean scores of three isolated rabbit eyes from each of four laboratories.  The mean corneal opacity score and corneal swelling 816 
measurement (and its standard deviation) of the four laboratories were then calculated. 817 
2Data were provided as mean scores of three isolated rabbit eyes from which the standard deviation was calculated.  818 
3SD = Standard deviation. 819 
4Corneal opacity score represents a scale of 1-4. 820 
5Corneal swelling was measured by either ultrasonic pachymeter or by depth gauge measurements in the Balls et al. (1995) study and by ultrasonic pachymeter in 821 
the Guerriero et al. (2004) study.  822 
6NT = Not tested. 823 
7Allyl alcohol was not used in the accuracy or reliability analyses because rabbit data from the Guerriero et al. (2004) study was not available. 824 
8n = Number of eyes tested. 825 
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original analysis and 59-63% (35-37/59) in the reanalysis.  The number of substances with 826 
75% agreement between laboratories was 24-25% (14-15/59) in the original analysis and to 827 
22-25% (13-15/59) in the reanalysis.  The number of substances with 50% agreement 828 
between four laboratories did not change due to the reanalysis (15% [9/59 substances]). 829 
 830 
Overall, in the CEC (1991) study, the number of substances with 100% agreement among the 831 
three laboratories decreased from 86% (18/21) to 81% (17/21) in the reanalysis.  The number 832 
of substances with 67% agreement among the three laboratories remained the same at 14% 833 
(3/21), while the number of substances with 33% agreement was increased from 0% to 5% 834 
(1/21).   835 
 836 
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